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Background: Articular surfaces reconstruction is essential in total shoulder arthroplasty. Because of the limit-
ed glenoid bone support, thin glenoid component could improve anatomical reconstruction, but adverse me-
chanical effects might appear.
Methods: With a numerical musculoskeletal shoulder model, we analysed and compared three values of
thickness of a typical all-polyethylene glenoid component: 2, 4 (reference) and 6 mm. A loaded movement
of abduction in the scapular plane was simulated. We evaluated the humeral head translation, the muscle
moment arms, the joint force, the articular contact pattern, and the polyethylene and cement stress.
Findings
Decreasing polyethylene thickness from 6 to 2 mm slightly increased humeral head translation and muscle
moment arms. This induced a small decreased of the joint reaction force, but important increase of stress
within the polyethylene and the cement mantel.
Interpretation
The reference thickness of 4 mm seems a good compromise to avoid stress concentration and joint stufﬁng.© 2011 Elsevier Ltd. All rights reserved.1. Introduction
Although anatomical total shoulder arthroplasty is a satisfactory
treatment for glenohumeral arthritis (Bohsali et al., 2006), there are
still open questions to improve the design of the prosthesis or the sur-
gical technique, and eventually increase the implant survival (Strauss
et al., 2009). The thickness of all-polyethylene glenoid components is
one of the design parameters that could be modiﬁed to reduce the
failure rate of anatomical total shoulder arthroplasty.
The general idea of anatomical total shoulder arthroplasty is to re-
construct as much as possible the anatomical articular surfaces. In
most of the cases, this objective can be achieved for the humeral
side, thanks to the third generation modular prostheses. However,
for the glenoid side, because of the constraint to keep as much as pos-
sible the subcondral bone support, the articular surface is actually dis-
placed laterally by a few millimetres (Rockwood, 2009; Terrier et al.,
2009a, 2009b). The thickness of current glenoid components vary
from 3 to more than 15 mm (Rockwood, 2009). Thicker glenoid can
reduce polyethylene stress and wear, but can induce joint stufﬁng, re-
duced mobility and instability (Harryman et al., 1995; Rockwood,
2009).chanical Orthopedics, Ecole
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).
rights reserved.For hip and knee arthroplasty, several studies have reported that
the thickness of the polyethylene component is an important factor
regarding its stress level and damage (Bartel et al., 1986; Oonishi
et al., 1998). For the shoulder joint, the optimal thickness of the gle-
noid component has been only evaluated in two ﬁnite element ana-
lyses, which actually predict different effect of glenoid component
thickness (Hopkins et al., 2007a, 2007b; Swieszkowski et al., 2003).
None of these two studies focused on the thickness question. The
ﬁrst study was a mixed algebraic-numerical analysis of the contact
stress at the glenohumeral surfaces (Swieszkowski et al., 2003). The
authors showed that increasing the polyethylene thickness from 4
to 7 mm reduced the contact stress by about 25%. The second study
focused on polyethylene wear prediction as a function of various de-
sign parameters (Hopkins et al., 2007a, 2007b). In this study, glenoid
components with 2, 6 and 10 mm of polyethylene thickness were
evaluated. The peak contact pressure was nearly unaffected by the
change of glenoid thickness, but the cement peak tensile stress was
nearly 3-fold lower, as thickness increased from 2 to 10 mm.
Thus, the effect of the thickness of the polyethylene component
used in total shoulder arthroplasty seems still unclear. It is assumed
that thinning the implant could improve the anatomical reconstruc-
tion of the articular surface, but we do not know the potential advan-
tage or the drawback. Therefore, the goal of this study is to evaluate
the biomechanical consequences of the thickness of the polyethylene
glenoid component used in anatomical total shoulder arthroplasty.
Starting from a typical existing glenoid component with a thickness
444 A. Terrier et al. / Clinical Biomechanics 27 (2012) 443–448of 4 mm, we used a numerical model of the glenohumeral joint to
evaluate two alternative thicknesses of 2 mm and 6 mm.
2. Methods
A 3D numerical musculoskeletal model of the glenohumeral joint
was used for this study (Fig. 1). This model is composed of the scap-
ula, the humerus, the middle deltoid (MD), the anterior deltoid
(AD), the posterior deltoid (PD), the supraspinatus (SS), the subsca-
pularis (SC), and the infraspinatus combined with the teres minor
(IS). This model was built from CT data and anatomic dissection of a
cadaveric shoulder without pathology. Around the humeral head,
the MD, SS, SC and IS were modelled by rubber-like soft structure em-
bedded with stiff longitudinal ﬁbres. This allowed for the wrapping of
these muscles around the humeral head, providing their stabilising
effect. The AD and PD were modelled by stiff cables. All muscles
were also given an active part, which was contracted with a speciﬁc
force. This muscular force was automatically calculated by a feedback
algorithm, which assumed ﬁxed force ratios estimated from EMG
measurements (Kronberg et al., 1990). During an imposed motion
of the arm, this feedback algorithm is continuously predicting the
muscular forces that solved the mechanical equilibrium, the contact
stability and the muscle ratio constrain. The stabilising effect of the
muscles is coupled with the glenohumeral contact to allow the natu-
ral translation of the humeral head within the glenoid fossa. A quasi-
static movement of arm elevation in the plane of the scapula was sim-
ulated, from neutral elevation to 150° of abduction, at full extension
of the elbow. The arm weight was 37.5 N and 10 N was added in the
hand. A scapulo-humeral rhythm of 2:1 was assumed to replicate
the motion of the scapula and the correct alignment of the muscle ac-
tion relative to the arm weight. Detail of this numerical musculoskel-
etal model and its validation can be found in technical (Terrier et al.,
2007; Terrier et al., 2008b) and clinical application papers (Terrier
et al., 2008a; Terrier et al., 2009a, 2009b; Terrier et al., 2010).
For the reference glenoid thickness of 4 mm, we used the Aequalis
anatomic prosthesis (Tornier Inc., Edina, MN, USA). The prosthesis
was inserted into the numerical model according to manufacturer
recommendations. The articular surfaces of each component were
spherical. The diameter of the humeral head component was
48 mm, which best match the humeral head radius. The radius of cur-
vature of the glenoid component was 30 mm, in order to follow the
recommendation of a 6 mm radial mismatch between the humeral
and glenoid surface. The humeral head component was optimally po-
sitioned to best ﬁt the intact humeral head. The glenoid component
was also positioned to best ﬁt the glenoid articular surface, with a
minimum resection of the glenoid subchondral bone and an optimal
bone support. After the optimal virtual positioning of the compo-
nents, the scapula and humerus were virtually cut to allow the ﬁnalFig. 1. Schematic illustration of the numeric musculoskeletal model used in this study.insertion of the two components. The virtual reaming, cementing,
and positioning of the implants were performed with the standard
modelling tools of the computer-aided design software SolidWorks
(Dassault Systèmes, SolidWorks, Concord, MA, USA). The positioning
of the glenoid and humeral components was assessed visually by a se-
nior orthopaedic surgeon, using superposition of CT images with the
positioned implants. A uniform layer of 0.5 mm of cement was placed
between the host bone and the implants.
The polyethylene and cement were considered homogeneous and
elastic (polyethylene: E=500 MPa, ν=0.4; cement: E=2000 MPa,
ν=0.3). The local mechanical properties of the glenoid bone were
obtained from the same set of CT images, using the relationship be-
tween Hounsﬁeld number and elastic modulus (Carter and Hayes,
1977; Mansat et al., 1998; Rho et al., 1995). The articular contact
was assumed frictionless. The two interfaces between the polyethyl-
ene, the cement and the bone were fully bounded. The ﬁnite element
analysis was achieved with Abaqus 6.8 (www.simulia.com). Linear
hexahedral elements were used for the polyethylene glenoid compo-
nent and the cement mantel, while quadratic modiﬁed tetrahedral el-
ements (C3D10M) were used for the glenoid bone. The metallic
humeral component was modelled by a rigid analytic surface.
Two alternatives were compared to the reference glenoid thick-
ness of 4 mm: a thinner (2 mm) and a thicker (6 mm) glenoid com-
ponent. Using the original reference glenoid thickness of 4 mm, we
changed the thickness of the component using the above CAD soft-
ware. The bone cut and positioning of the prosthetic components
were the same for each case. For the three tested conﬁgurations, we
evaluated the muscle moment arms, the muscle forces, the gleno-
humeral reaction force, the humeral head translation, the articular
contact pressure, the von Mises stress within the polyethylene, and
the maximum principal stress within the cement mantel. At the poly-
ethylene–cement and cement–bone interface the shear stress was
calculated. Within bone, strain was evaluated. The volume of polyeth-
ylene, cement and bone above a critical value was evaluated. The rel-
ative fraction of interfacial shear stress above a critical value was also
evaluated. Kinematics, muscle moment arms and forces were evalu-
ate during the entire abduction movement, but stress was evaluated
only every 30° of abduction.
3. Results
For sake of clarity, we present the effect of the glenoid thickness as
an increasing value, although the 4 mm case is the reference value of
the existing glenoid component.
3.1. Kinematics
During abduction, the translation of the humeral head centre rel-
ative to the glenoid followed an up and downmovement. The humer-
al head centre migrated superiorly by about 3 mm during the ﬁrst 30°
of abduction and then went down by 2 mm from 30 to 150° of abduc-
tion. The increase of polyethylene thickness reduced the maximal up-
ward migration of the humeral head by 0.2 mm (Fig. 2).
3.2. Moment arms
For the simulated movement, the moment arms of the 6 scapulo-
humeral muscles decreased as the thickness of the glenoid compo-
nent increased. The maximal change of muscle moment arm was
2 mm. In overall, this effect increased with abduction angle.
3.3. Forces
Muscle forces increased as the thickness of the glenoid component
increased. The maximal change of muscle force was 4 N. The increase
of muscular forces induced an increase of the joint reaction force. The
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Fig. 2. Inferior–superior translation of the humeral head centre relative to the centre of
glenoid fossa during abduction.
445A. Terrier et al. / Clinical Biomechanics 27 (2012) 443–448join reaction force was maximal at about 90° of abduction. It reached
955 N, 971 N and 983 N for 2 mm, 4 mm and 6 mm of polyethylene
thickness. This corresponded to an increase of 7 N per millimetre of
thickness increase.3.4. Contact pressure
The mean contact pressure (contact force divided by contact area)
decreased when polyethylene thickness increased. On the articular
surface of the polyethylene, the pattern of contact pressure followed
an up and down movement during abduction (Fig. 3). The mean con-
tact pressure was maximal at about 60° of abduction. It reached 15.9,
12.6 and 11.6 MPa for 2, 4 and 6 mm of thickness. The contact pattern
location was more inferior by nearly 1 mm as thickness increased by
2 mm. This effect occurred mainly during the ﬁrst 90° of abduction.
The peak contact pressure also decreased with polyethylene increase.
It was maximal at 60° of abduction. Local peak contact pressure
reached 34.0, 23.9 and 20.4 MPa for 2, 4 and 6 mm of thickness. The2 
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Fig. 3. Contact pressure on the glenoid component, for 2, 4 and 6 mm of polyethylene
thickness, at 30, 60 and 90° of abduction.decrease of contact pressure was more important between 2 and
4 mm than between 4 and 6 mm.
3.5. Polyethylene stress
Within the polyethylene, themaximal value of the stress decreased
as polyethylene thickness increased. It was maximal at 60° of abduc-
tion. At this angle, the maximal stress was 28.3, 21.2 and 14.0 MPa
for 2, 4, and 6 mm of thickness. The maximal stress was nearly in-
versely proportional to polyethylene thickness (−3.5 MPa/mm). The
volume of polyethylene with a stress above 20 MPa was 16, 3, and
0 mm3 for 2, 4 and 6 mm of thickness (Fig. 4). The volume of higher
stress was found between the articular contact point and opposite
face at the backside of the glenoid plate.
3.6. Cement stress
Within the cement mantel, the stress decreased as the polyethyl-
ene thickness increased. It was maximal at 60° of abduction. The max-
imal stress was 14.7, 9.0 and 7.8 MPa at 2, 4, and 6 mm of thickness.
The decrease of stress was more important between 2 and 4 mm
than between 4 and 6 mm. The volume of cement with a stress
above 5 MPa was 107, 68, and 11 mm3 for 2, 4 and 6 mm of thickness
(Fig. 5). The volume of higher (tensile) stress was mainly located
around the contact point, below the posterior backside of the glenoid
plate.
3.7. Bone strain
The volume of bone with a strain above 1% was 631, 539, and
294 mm3 for 2, 4, 6 mm respectively (Fig. 6).
3.8. Interfacial shear stress
At the implant–cement interface, the fraction of the interface (sur-
face) with a shear stress above 5 MPa (approximate failure limit) was
2.4, 2.8 and 0.5%, for 2, 4, 6 mm of polyethylene thickness respective-
ly. At the cement–bone interface, the fraction of the interface (sur-
face) with a shear stress above 5 MPa (approximate failure limit)
was 4.0, 2.0 and 0.4%, for 2, 4, 6 mm of polyethylene thickness
respectively.
4. Discusion
The optimal thickness of the polyethylene glenoid component in
anatomical total shoulder arthroplasty is still an open question. Re-
ducing this thickness could be desired to improve the anatomical re-
construction of the articular surface, avoiding a stiffening of the
surrounding soft tissue, but it might also overstress the polyethylene
and the surrounding cement mantel. Using a numerical musculoskel-
etal model of the shoulder, we have evaluated the effect of the thick-
ness of the polyethylene on the joint kinematics and mechanical
stress within the polyethylene and cement. The model predicted a
slight change in kinematics, but a large increase of stress within the
polyethylene and the cement, particularly when the thickness was re-
duced by 2 mm from its reference value of 4 mm. In addition, there
was also an important drop of stress when the thickness was in-
creased to 6 mm, without any apparent drawback. Overall bone strain
and interfacial shear stress were below their failure limits.
Our results suggest a weak potential advantage of using a thinner
glenoid component to better reproduce the anatomy of the original
articular surfaces. There was indeed nearly no change in kinematics
or muscular moment arms between 2 and 6 mm of thickness. The
global decrease of muscle moment arms as polyethylene thickness in-
crease was caused by the associated lateralisation of the glenoid com-
ponent and the rotation centre of the joint. The effect on the muscular
2 mm 4 mm 6 mm
Fig. 4. Volume (grey zones) of the polyethylene component where the stress exceeds 20 MPa, for 2, 4 and 6 mm of polyethylene thickness, at 60° of abduction.
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explicitly, we assume that the effect on the stiffening of the soft tissue
would be negligible (Strauss et al., 2009). On the other hand, we pre-
dicted a high increase of the stress state, at the articular surface, with-
in the polyethylene and within the cement, when the thickness of the
polyethylene was reduced to 2 mm. The stress increase was particu-
larly critical within the cement mantel. The bone strain was cal-
culated, but not presented here since it was in overall below the
approximate failure limit (1%).
For the polyethylene, a yield stress value of about 20 MPa is usually
used as failure criterion (Swieszkowski et al., 2003), although its fa-
tigue limit has been reported between 12 and 31 MPa (Medel et al.,
2007; Sauer et al., 1996).We have thus considered 20 MPa to evaluate
the volume of polyethylene above these values. Note that therewas no
stress above 30 MPa in our results. Peak stress was inversely propor-
tional to the thickness, and producing a drop of the volume of polyeth-
ylene above the usual critical stress value of 20 MPa. Regarding the
cement mantel, we considered a fatigue value of 5 MPa. This value
was already estimated (Lacroix and Prendergast, 1997) from experi-
mental measurement (Davies et al., 1987). Our model predicted an
important volume of cement exceeding this fatigue limit, for 2 mm
and 4 mmof thickness. This volumewasmainly found behind the pos-
terior side of the glenoid plate. With 6 mm of thickness, the volume of
cement above the fatigue failure limit nearly vanished. The values of
contact stress at the surface of the polyethylene and the von Mises
stress within the polyethylene are of course related to damage and
wear of the polyethylene, which is a common issue in total shoulder
arthroplasty. The value of maximal principal (tensile) stress with-
in the cement is associated to the micro and macroscopic fractures
of the cement mantel. During this mechanical degradation, both2 mm 4 mm
Fig. 5. Volume (grey zones) of the cement layer where the stress exceeds 5materials can produce particles debris, which can eventually lead to
implant loosening through inﬂammatory processes.
The reported values of humerus translation, muscle moment arms,
and joint forces are consistent with the literature (Graichen et al.,
2000; Hughes et al., 1998; Kelkar et al., 2001; Liu et al., 1997;
Massimini et al., 2008; Poppen and Walker, 1978; Westerhoff et al.,
2009). Using a 2D (axisymmetric) model of the glenoid component,
Swieszkowski et al. also reported that increasing glenoid thickness re-
duces the maximal contact pressure (Swieszkowski et al., 2003). With
a compression force of 1000 N of the humeral head, and the same
radial mismatch as in our study (6 mm), they predicted a peak con-
tact pressure of 35 and 26 MPa with a respective thickness of 4 and
7 mm. This 2D study compares rather well with our predictions, at
least qualitatively. In a 3D numerical study, the effect of the thickness
was evaluated for 2, 6 and 10 mm (Hopkins et al., 2007a, 2007b). This
study reported a nearly constant peak contact pressure of about
8 MPa. With rather different mechanical conditions (nearly half con-
tact force and double polyethylene elastic modulus), the order of
magnitude was consistent with our study. The trend was however
contrary to our results. The same study reported that the peak tensile
stress within the cement decreased from 7.7 to 2.8 MPa when the
polyethylene thickness increased from 2 to 10 mm. Here, the absolute
values and trends are more or less the same, accounting for the differ-
ence of force amplitude. In our study, we evaluated the effect of the
polyethylene thickness on the polyethylene stress, but we can also
extrapolate on the polyethylene wear and damage, which is actually
the real problem (Scarlat and Matsen, 2001). For total shoulder
arthroplasty, a recent experimental study on a mechanical simulator
reported a slight increase of polyethylene wear as polyethylene thick-
ness increased from 4 to 7 mm (Swieszkowski et al., 2011). For total6 mm
MPa, for 2, 4 and 6 mm of polyethylene thickness, at 60° of abduction.
2 mm 4 mm 6 mm
Fig. 6. Volume (grey zones) of the bone where the strain exceeds 1%, for 2, 4 and 6 mm of polyethylene thickness, at 60° of abduction.
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lar cup has been associated to an increase of wear for retrieved
implants (Jasty et al., 1997; Oonishi et al., 1998). For the knee, a min-
imum thickness of 8 mm has been suggested (Bartel et al., 1986).
Regarding the cement stress, there are no other studies reporting spe-
ciﬁcally the effect of the polyethylene thickness, but our results are in
the same range of other numerical predictions of stress within the ce-
ment surrounding the glenoid component (Hopkins et al., 2004;
Lacroix et al., 2000; Mansat et al., 2007). As for the knee, metal back-
ing has been proposed to improve the ﬁxation of the glenoid compo-
nent. Although preliminary results were not satisfactory (Boileau
et al., 2002), new design is still considered as an alternative to the
all-polyethylene solution (Fucentese et al., 2010).
Numerical tools have been used widely to perform parametric an-
alyses in total shoulder arthroplasty (Friedman et al., 1992; Lacroix
and Prendergast, 1997; Lacroix et al., 2000; Mansat et al., 2007;
Murphy et al., 2001; Orr et al., 1988; Stone et al., 1999). The present
study is the ﬁrst that focuses on the effect of the thickness of all-
polyethylene components used in anatomical total shoulder ar-
throplasty. The originality of the numerical model used here is to
use muscles both as motors and stabilisers of the joint. By this
way, changes of prosthesis design are automatically associated with
changes in joint kinematics, moment arms, muscle and joint forces.
In addition, the model also accounts for the non-homogeneous distri-
bution of the bone strength behind the glenoid component. These
two features were essential to estimate the transmission of the mus-
cular forces through the polyethylene, the cement and the glenoid
bone. Failure of the polyethylene and cement is a complex phenome-
na, which is here roughly evaluated by a volume above a critical value
(Davies et al., 1987; Kurtz et al., 1998; Pruitt, 2005), which can be as-
sociated to the fatigue stress, or endurance limit (Sauer et al., 1996).
Soft tissue stiffening was not included in this study. We can obviously
assume that every millimetre of polyethylene thickness above the
pre-existing articular surface will extend the surrounding soft tissues
by at most the same amount. The cement was represented by a uni-
form layer of constant thickness, which is often not the case for oste-
oporotic bone (Nyffeler et al., 2006). The stress within bone, cement
and implant would of course depend on this thickness, as it has
been observed previously (Terrier et al., 2005).
5. Conclusions
To conclude, this study conﬁrms the hypothesis that the thickness
of the polyethylene glenoid component can be related to glenoidloosening. More precisely, our results suggest that reducing the size
of the glenoid component below 4 mm is not a reasonable option.
Conversely, glenoid component with a thickness of 6 mm could be
an interesting option, if the soft tissue tension allows it.
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